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Brief Technique ReportsEsmark elastoplasty for bleeding ventricular assist device outflow
graft associated with severe coagulopathyDaniel J. DiBardino, MD, and Gregory S. Couper, MD, Boston, MassSevere coagulopathy is a common entity during biventricu-
lar assistance and is particularly difficult to deal with when
using bivalirudin as an anticoagulant. Resultant severe coa-
gulopathy can causes relentless bleeding, even from needle
holes and graft interstices. We report the use of Esmark
(Advanced Medical Designs, Marietta, Ga) as an elastoplas-
tic bandage to tamponade bleeding from a ventricular assist
device outflow graft.CLINICAL SUMMARY
A 34-year-old woman with a history of right lower ex-
tremity osteosarcoma had adriamycin-induced cardiomyop-
athy. After long-term clinical stability, pregnancy resulted in
decompensation, premature loss of pregnancy, and place-
ment of a Tandemheart (Cardiac Assist, Inc, Pittsburgh,
Pa) percutaneous left ventricular assist device (LVAD). Af-
ter improvement and weaning from the device, hemody-
namic decompensation again occurred, prompting redo
percutaneous LVAD placement and surgical referral for
long-term bridge to transplantation therapy. Biventricular
assistance was deemed necessary. Secondary to heparin-in-
duced thrombocytopenia, bivalirudin was used for cardio-
pulmonary bypass, with activated clotting times reaching
as high as 700 seconds. A Heartmate II Axial flow device
(Thoratec Corp, Pleasanton, Calif) was placed in the left
ventricle–to–aorta configuration. The Tandemheart pump
previously used as the percutaneous LVAD was recycled
on the operative field and used as a right ventricular assist
device with percutaneous right atrial inflow and outflow to
the pulmonary artery.
Despite discontinuing the bivalirudin near the conclusion
of the procedure, the patient had a severe unrelenting coagul-
opathy with consumption of products, factors, and platelets.
Repeated packing of the chest resulted in little improvement
because maximum transfusion therapy was delivered at the
fastest rate possible. A total of 70 units of packed red blood
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the course of the operation. Three doses of Factor VII
were ultimately approved by the blood bank and were given
with a slight improvement. On the last re-exploration, most
of the blood loss appeared to be coming from the LVAD out-
flow graft, which was bleeding through the interstices of the
Dacron, despite aggressive correction of the hematology
derangements. An Esmark bandage was brought onto the
field and cut into strips. Applying constant pressure during
application, the strips were used as an elastoplastic compres-
sion dressing to the LVAD outflow graft (Figure 1). As can
be seen in Figure 1, straight hemostats were used to maintain
temporary compression while a running 4–0 Prolene (Ethi-
con, Inc, Somerville, NJ) longitudinal suture line was used
to permanently fix the tension. This resulted in cessation
of bleeding to the point at which the patient was then able
to be packed with an open chest and transported to the inten-
sive care unit. At planned re-exploration on postoperative
day 2, only a small amount of residual clot remained in
the mediastinal chest tubes.DISCUSSION
Esmark bandages aremarketed in part as providing ‘‘max-
imum and consistent pressure to extremities for exsanguina-
tion prior to surgery’’ and are thought to provide ‘‘consistent
elongation for optimumcompression.’’1 There are references
in the peer-reviewed literature regarding use of Esmark for
such extremity applications.2-5 In patients undergoing car-
diac surgery, we have taken advantage of Esmark’s inertFIGURE 1. Esmark bandage cut into strips and used as an elastoplastic
compression bandage to arrest unrelenting hemorrhage through the left ven-
tricular assist device outflow graft. A straight hemostat holds tension on the
wrap while the running Prolene suture line is completed.
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notomy dressings when wounds are left open after surgical
intervention, although no reference for this use is found.
Severe coagulopathy is common after biventricular assist
device placement and is especially malignant after cardio-
pulmonary bypass with heparin alternatives. We have previ-
ously used several methods to arrest hemorrhage from
ventricular assist device connections and grafts in the face
of such coagulopathy and platelet dysfunction. One method
is to apply strips of Penrose rubber drains with circumferen-
tially tied silk sutures as compression bandages for a tampo-
nade effect. Our experience is that this provides hemostasis,
particularly at sites of connection between the metal ventric-
ular assist device outflow and graft material. For bleeding
graft interstices, we have had success with longitudinally
splitting a second graft one size larger, sealing it with surgi-
cal adhesive, and applying this on top of the bleeding graft.
Neither technique worked in this case. Because Esmark
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The Journal of Thoracic and Carextension to apply its consistent compression qualities in
the form of an elastoplastic dressing for a bleeding outflow
graft in the face of severe coagulopathy. In this configuration
it seemed to provide effective and consistent pressure and
can be considered for compression in situations other than
extremity surgery.
We would like to acknowledge Rene Dekkers from Brigham and
Woman’s Hospital perfusion services for his inspiration over the
years.
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Devices. 1996;25:150.Bronchoscopic transesophageal ultrasound–guided needle
aspiration: An alternative to the conventional transesophageal
ultrasound–guided needle aspiration techniqueMasahide Oki, MD,a Hideo Saka, MD,a Chiyoe Kitagawa, MD,a and Shinji Sato, MD,b Nagoya and Handa,
JapanThe real-time ultrasound-guided needle aspiration technique
through the airway (endobronchial ultrasound–guided
transbronchial needle aspiration [EBUS–TBNA]) or esoph-
agus (endoscopic ultrasound–guided fine needle aspiration
[EUS–FNA]) has been reported to be an accurate and
minimally invasive technique for evaluation of hilar/medias-
tinal lesions.1-3 Both techniques have been reported to be
complementary because some accessible regions differ
from each other.1-3 However, the combination of these pro-
cedures, which require separate equipment or examiners, is
much more complex than either procedure by itself.The mechanism of EBUS bronchoscopes is similar to that
of EUS endoscopes, and therefore bronchoscopic transeso-
phageal ultrasound–guided fine-needle aspiration might be
feasible.4 We herein describe a patient with a mediastinal
lymph node metastasis who did not undergo EBUS–
TBNA but whose condition was successfully diagnosed by
means of EUS–FNA with an EBUS bronchoscope.CLINICAL SUMMARY
A66-year-oldmanwith amediastinal abnormality on pos-
itron emission tomographic scanningwas referred to our hos-
pital for bronchoscopic evaluation. He had undergone right
middle lobectomy because of lung cancer (adenocarcinoma)
7 years before and left upper segmentectomy because of lung
cancer (adenocarcinoma) 2 years earlier. A follow-up com-
puted tomographic scan showed a small lymph node in the
left paratracheal mediastinal region (Figure 1, A), and subse-
quent fluorodeoxyglucose positron emission tomographic
scanning revealed a hypermetabolic lesion (Figure 1, B).
Bronchoscopy was performed after achievement of local
anesthesia and conscious sedation. The endobronchialdiovascular Surgery c Volume 139, Number 6 1659
